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Centrifuge maintenance schedule 

Wed. morning; room 404 - Cheryl Gauthier 617-435-0269 
rooms 306; 307; 310 - Jill Clemmer x 6657 

Wed. afternoon: rooms: 406; 407; 414; 458; 464; 232 


Thurs. morning: rooms: 714; 709; 710; 711; 760; 760A; 814 
Thurs. afternoon: room: 712 - Yvonne Gonzalez-Chase; 


rooms: 755C; 755D; 755E; 866; 867; 869 



